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1 Italy, ale.loglio@gmail.com Background and Aim. As new anti-hepatitis delta (HDV) therapies are being developed, highly sensitive and reliable quantitative tests are needed. Aim of the study was to compare three commercially available HDV-RNA kits. Methods. 92 serum samples from 4 categories of patients were tested for HDV-RNA by 3 assays: RoboGene (HDV-RNA quantification 2.0, Aj-Roboscreen, Germany, LLQ 6 IU/mL), EurobioPlex (HDV qRT-PCR, Eurobio, France, 100 IU/mL) and Dia.Pro (HDV-RNA Quantitation, Dia.Pro Diagnostic Bioprobes, Italy, 50 IU/mL). Total RNA was extracted by EZ1 DSP Virus Kit (Qiagen, Hilden, Germany). Results. Group 1: 48 Caucasians with known active HDV-hepatitis [50 years, 56% males, 73% cirrhotics, 64% on tenofovir/entecavir, 80% undetectable HBV-DNA, 50% previously interferon-exposed, ALT 66 (24-304) U/L] had a median HDV-RNA of 5.5 (1.1-7.1), 5.9 (0-8.4), 3.9 (0-6.6) log IU/mL by RoboGene, EurobioPlex and Dia.Pro; viremia tested undetectable in 0 (0%), 3 (6%) and 5 (10%) patients, respectively. Group 2: 15 HBsAgpositive patients [age 42, 27% cirrhotics, 7% HBeAg-positive, 40% on tenofovir/entecavir, 73% undetectable HBV-DNA, 3 with abnormal ALT] had HDV-RNA undetectable with all 3 assays except for one subject who had HDV-RNA 697 IU/mL with Dia.Pro. Group 3 included 9 international quality control sera. The only true-negative sample tested negative by all the 3 assays, while the 8 positive controls were correctly identified in 100%, 87.5% and 25% of the cases by different assays. 
